Elimination of Cidex/Cidex OPA for high level disinfection in open system
Ada TSUI(1), Herrick LAU (1), Bosco LAM (1) (2), Eric WONG (3), WONG TC (4)

(1) Infection Control Team, Our Lady of Maryknoll Hospital, (2) Pathology Department, Princess Margaret Hospital
(3) Central Nursing Division, Our Lady of Maryknoll Hospital, (4) Hospital Chief Executive, Our Lady of Maryknoll Hospital

Keywords:
Elimination
Cidex/Cidex OPA
Endoscopes
Instrument
Reprocessing
Open system

Introduction
Elimination of Cidex/Cidex OPA for high level disinfection in open system is the direction of hospital accreditation

Objectives
Eliminate the use of Cidex/Cidex OPA for high level disinfection in open system

Methodology
1) Cytoscopes which are compatible with Plasma Sterilization are used and sent to sterilization. 2) Disposable intubation fiberscopes are used to avoid pre-soak by Cidex OPA in public holidays. 3) AERs are used for all flexible endoscopes reprocessing. Endoscopes cleaning brushes are no longer disinfected by Cidex OPA, cleansing brushes are sent for sterilization or disposable brushes are used. 4) Rigid Telescopes are sent to TSSU for sterilization. Existing rhino-laryngo fiberscopes are replaced and disinfected by AERs. Tristel Wipes System (chlorine dioxide) are used for nasoendoscopes disinfection. ENT instruments are sent to Cluster CSSD for high level disinfection. 5) Vaginal & Trans rectal probes are disinfected by Hydrogen Peroxide (Trophon). 6) Tranesophageal echocardiogram transducer (TEE) is disinfected by Tristel Wipes System (chlorine dioxide)

Result
Using Cidex/Cidex OPA for endoscopes and instruments reprocessing is eliminated. 1) Meet the standard of infection control and accreditation.
2) Eliminate the use of Cidex/Cidex OPA for endoscopes and instruments
reprocessing.
3) Minimize the transmission of infectious agents.
4) Validate the efficacy of disinfection.